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Abbreviated 510k  

PREMIUM  

Substantial PREMIUM is substantially equivalent to its predicated 

equivalence devices in terms of intended use, material, design, 

mechanical properties and function. Non clinical 

performance testing according to special control 

demonstrates that PREMIUM is as safe, as effective, 

and performs as safety and effectively as its predicate 

devices. 
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